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ISOSPARK ANALYTICAL SOLUTION.

2298 chemin Saint-Francois
Dorval, Québec H9P 1K2 Canada

Tel: (514) 282-2181 Fax: (514) 282-2171

CERTIFICATE OF CALIBRATION

Supplier: Spectro Model: Max 07 Serial No: 143452
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The accuracy of the instrument has been maintained and verified by factory trained Service
Engineer. Instrument calibration has been checked using customer’s certified standards. The
instrument meets or exceeds specifications of the manufacturer. Instrument must pass Quality
control samples limits before use. A iCal must be performed on regular bases by certified
operator.

Date Certified: February 20, 2024 Date Expired: February 2025
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Certified by: Virendra Kumar Title: Service Engineer
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Signature: \%
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